Instrument 

Manufacturer 

Model Number 

Serial Number 

Purchase Year 

Condition 

GC/MS 

Agilent 

5972 

3501A02211 

1995 

Fair 

GC/MS 

Agilent 

5973 

US82311418 

1998 

Good 

GC/MS 

Agilent 

5975 

US10020005 

2007 

Excellent 

GC 

Agilent 

5890 

3336A57469 

1992 

Fair 

GC 

Agilent 

6890 

US00025684 

1998 

Good 

GC 

Agilent 

7890 

CN10710038 

2007 

Excellent 

FTIR 

Perkin-Elmer 

Spectrum 100 

77664 

2007 

Excellent 
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